Ne 08-0001

Tun
Tool

Monaennb
Model TQR100B
IIpousBoauTenn
Manufacture

JlonycTHmasi NOrpemHocTb
Tolerance

IIpoBepouHoe 060pya0BaHHe
Test equipment

3aka3yuk
Customer

MeToanka KaJuOpOBKH
Test method

CepTudukar o kaandpoBKe
Calibration Certificate

JIlnHaMOMeTpHYeCKHii KJII0Y, 111e;TYKOBOr0 THIIA
Torque Wrench, Click Type

Snap-on International LLC

+4%

TBT600A Snap-on

JlaTa
Date

Cepuiinblii Ne
Serial no

IIpenen namepenus
Measuring range

Temnepatypa
Temperature

HUcnonnurenb
Executor

TOCT P 51254-99 (MCO 6789-92)

ISO 6789:2003

08.12.2008

1668

20-100 ft. 1d

23°C

ATIIC-TexHuk
APS-Technic

KanunGpoBouHbie 3Ha4YeHHS
Calibration values
3ananHasi BeJINUMHA

100% |

20 ft. Ib 20% 60 ft. Ib 60% 100 ft. Ib
Preset values |
aniest - pm 20 ft. Ib 20% 60 ft. Ib 60% 100 ft. Ib 100% |
Scale readings
3nayeHue g % 3HayeHue Soenm % 3HauyeHue s %
HEeHHe eHHe HEHHe
Act.val Deviation Act.val Deviation Act.val Deviation
20,00 0,00 0,00 60,00 0,00 0,00 100,00 0.00 0.00
ITo yacoBoii cTpeiike
Clockwise torque
3navenn |OTKI0 % 3navenu |OTKI0 % 3Havenn |OTKJI %
e HeHHUe e HeHHe e OHEHH
e
IIpoTuB 4acoBoii cTpeku| Act.val Deviation Act.val Deviation Act.val Deviation
counterclockwise torque |20,00 0,00 [0,00 [60,00 0,00  [0,00 100,00  [0.00 [0.00

Pezyﬂb'ra"r I[nﬂamomerpw{ecmpl KITIOY COOTBETCTBYET FOCT RS 1254 99 (HCO 6789-92).
iQns: ASME B107. 14 2004 and ISO

Technology (NIST).

HUcnonnuresib
Tester




